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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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Indian Standard ( Reaffirmed 2001 ) 

SPECIFICATION FOR 
BLOOD SPECIMEN CONTAINERS UP TO 25 ml 
CAPACITY, SINGLE USE 

(ISO Title : Single Use Blood Specimen Containers 
Up To 25 ml Capacity ) 



National Foreword 

This Indian Standard which is identical with ISO 4822-1981 'Single use blood specimen 
containers up to 25 ml capacity', issued by the International Organization for Standardization 
(ISO), was adopted by the Indian Standards Institution on the recommendation of the Medical 
Glass Instruments and Appliances Sectional Committee and approved by the Consumer Products 
and Medical Instruments Division Council. 

In order to safeguard the national interest for the material of the container, that is, glass 
and plastics, additional requirements have been recommended by the concerned committee. 
These requirements are given in the National Appendix. It is also recommended that the 
container should invariably be sterilized by the methods as appropriate and as specified in 
IS : 101 50-1 981 'Guide for sterilization of medical products'. 

Comma (,) has been used as a decimal marker while in Indian Standards the current 
practice is to use a point (.) as the decimal marker. 

Wherever the words 'international Standard' appear, referring to this standard, they 
should be read as 'Indian Standard'. 
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1 Scope and field of application 

This International Standard specifies requirements for single 
use blood specimen containers with closures for sizes from 
0,5 to 25 ml nominal capacity inclusive intended primarily for 
use in collection of blood for haematological, biochemical and 
serological tests. 

It also specifies a system of letter coding to identify any additive 
in the containers and a iabetting system for the containers. 

Blood collection devices in which the specimen is collected 
directly into the container ^re outside the scope of this Interna- 
tional Standard. 



2 Definitions 

For the purpose of this International Standard the following 

definitions apply : 

2.1 container : The vessel to contain the specimen. 

2.2 closure : The component by which the container is 
closed. 

2.3 finer : A wad inside the closure to ensure a leak-proof 



2.4 complete (specimen) container : The container closed 
with its closure and liner, if used. 

2.5 sterile : Describes the condition of the Interior of the 
complete container which has been subjected to an approved 
sterilizing process. 



3.1.3 Closures, if ferrous, shall have a corrosion-resistant 
finish and shall show no signs of corrosion after being sub- 
jected to the treatment described in annex C. 

3.1.4 The complete container shall n6t influence, by con- 
tamination or other means, the results of the investigation for 
which the contents are Intended. 

3.2 Sizes 

3.2.1 This International Standard refers to container sizes 
ranging from 0.5 to 25 ml nominal capacity inclusive. 

3.2.2 In order to fit into commonly used centrifuge buckets, 
containers designed for use in the small bucket shall not exceed 
17 mm external diameter and those designed for use in the 
large bucket shall not exceed 29 mm external diameter. These 
maximum external diameters apply to the body'of the container 
excluding the thread. 

NOTE - If the container and contents are to be centrifuged in an angle 
centrifuge, care should be taken that the volume of the specimen is 
such that It will not be forced against the cap during rotation. This 
precaution should be taken irrespective of the nominal size of the con 

tamer. 



3.2.3 The brimful capacity of a container shall be as given in 
table 1. 



Table 1 — Brimful capacity 



Nominal capacity 

ml 


Minimum brimful capacity 

ml 


0.5 to 5 ml 


Nominal capacity + 25 % 


Greater rhan 5 ml up to 




and Including 10 ml 


Nominal capacity -^ 20 % 


Greater than 10 ml 


Nominal capacity + 15 '>b 



3 Material, sizes, design and construction 

3.1 Material 

3.1.1 Tf,0 container shall he nrnda from glass or plastics 
material and shall bostjfficiently transparent to allow a clear 
view of the contents 

3.1 2 Thi>comploifM.;onlair>f^r may besupptiori sterile by the 
manufacturer, the method of sterilization being subject to a{y 
proval t>Y the relovnitt nniionHl regulatory authority. 



3.3 Design 

3.3.1 When the closed container is tested in accordance with 
the method specified in annex A there shall be no trace of 
leakage as defined iri annex A. 

3.3.2 fheclosme shall have a minimum finger gripping sur 
face of 9 mniin depth 

3.3.3 The liner, if used, shall remain in position in the closure 
during normal use, including centrifuging. 
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3.4 Fabrication 



4.2 Marking 



3.4.1 The complete container holding the specimen, when 
centrifuged, shall be capable of withstanding an acceleration of 
3 000 J?n^^ '"^ s longitudinal axis for 10 min without breakage or 
visible leakage. 

NOTE ~ Care is required to ensure that the container is correctly sup- 
ported and adequately balanced in the centrifuge bucket. 

3.4.2 The container shall have a smooth internal surface. 

3.4.3 Neither container nor closure shall have a sharp edge, 
projection or roughness on the surface capable of accidentally 
cutting, puncturing or abrading the skin of the user. 

3.5 Limits of interfering substances 

Where containers are provided for the estimation of specific 
substances i.e. sodium, potassium, etc. they may be labelled as 
being free from contamination if they give a concentration of 
that substance which is less than 1 % of the level of the mean 
of the reference range for that substance. 

Testing for contaminants shall be carried out by means of a 
definitive or reference method where such a method is 
available. If there is no available definitive or reference method 
then a method in common usage may be used provided that 
the method is specified. 



4 Labelling marking and coding 

4.1 Labelling 

4.1.1 Containers may be supplied with or without labels. If 
labels are supplied, these may be plain or printed. 

4.1.2 A printed label or container otherwise marked, shall 
meet the requirements of 4.1.3 and 4.2. 

4.1 .3 If a label is provided there shall be a gap of at least 5 mm 
on the circumference of the container and a gap of at least 
4 mm at the top end of the container below the lower edge of 
the closure or of the shoulder, if any, of the container. The label 
shall be clear of the base of the container. 

4.1.4 Sterile containers shall be marked accordingly. 



4.2.1 If an anticoagulant is used the concentration as 
specified in annex B and an open date of manufacture or expiry 
date shall be marked on the label or tube. 

4.2.2 If the container is intended for collection of blood into 
an anticoagulant, the required amount of blood shall be in- 
dicated by a distinct continuous or broken line on the label at 
right angles to the long axis of the container and extending to 
both edges of the label, or by a similar line marked directly on 
the container. 

4.2.2.1 The top edge of the line indicating the level of the 
blood specimen shall be within ± 1 mm of the true position. 
(See 4.2.2.) 

4.2.2.2 The calibration significance of this line shall be clearly 
marked on the label by adding after the letters for the 
anticoagulant code, an oblique stroke and a number indicating 
the volume of blood in millilitres. 

4.3 Anticoagulant code 

4.3.1 The following code indicates whether or not an anti- 
coagulant has been used, and identifies the anticoagulant by 
the use of a letter coding : 

Table 2 ~ Anticoagulant code 



Anticoaqulant ! Code | 


EDTA Potassium salt 
Lithium salt 
Sodium salt 


KE 
LE 
NE 


Potassium oxalate 


KX 


Trisodium citrate 

(figures denote ratio 

between blood and anticoagulant) 


9NC 

4 NC 


Fluoride oxalate 


FX 


Ammonium and potassium oxalate 


AKX 


Lithium heparin 
Sodium heparin 


LH 
NH 


ACD 


ACD 


None 


Z 



NOTE - Because of the amount of printing required on the container 
labels, the anticoagulant identification letters have been kept to a 
minimum and for this reason the chemical formulae have not been 
used. 



^) g^ = 9,806 65 m/s2 
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Annex A 



Test for leakage of a complete container 



A.1 Reagent 

Dissolve 2.5 g of c//-sodium fluorescein (uranlnel in 50 g/ldex- 
tran 70 in 0.15 mot/I saline solution, and make up to 100 ml. 

A.2 Apparatus 

A source of longwave ultra-violet light and a torque wrench or 
meter. 



A.3 Procedure 

Pipette carefully into the bottom of the container, taking care 
not to contaminate the rim or any of the external surfaces, suf- 
ficient reagent to cover the closured section of the complete 
container when it is inverted. 



Close the container securely. In the case of a closure incdr 
porating a screw thread, tighten to the torque value specified 
by the manufacturer. 

I|xamine the outside of the container by ultra-violet light to en- 
sure that there is no contamination. 

tuerse the complete container upside down in a tube con 
ing sufficient water, but using not more than 100 ml, to 
dov^ the closure completely, leave at a temperature of 
37 1 2 °C for 2 h and then at room temperature (20 ± 2 °CI 
fbr 3 further 2 h. 

Remove the container from the water. 

examine the water by ultra-violet light for any fluorescence as 
an indication of leakage. 



Annex B 



Concentrations for anticoagulants 



The following are concentrations for anticoagulants : 

a) EDTA 1,19 ±0,2 mg of anhydrous EDTA (acid) 
(^4nmoll per millilitre of blood^*. 

b) Fluoride oxalate 1 ,0 ± J mg of sodium fluoride 
( =^ 24 nmoi) and 3,0 ± 0,3 mg of potassium oxalate 
(==18 nmol) per millilitre of blood. 

cl Ammonium and potassium oxalate 1.2 ± 0.12 mg 
of ammonium oxalate (== 10 nmol) and 0,8 ±0,08 mg of 
potassium oxalate (= 10 nmol) per miililitre of blood. 

d) Trisodium citrate 

1) trisodium citrate solution at a concentration of 
0,109 ±0,01mol/l; 



21 one volume of trisodium citrate solution to nine 
volumes of blood for coagulation studies; 

3) one volume of trisodium citrate solution to four 
volumes of blood for measurement of erythrocyte 
sedimentation rate by the Westergren method. 

e) Heparin 15 ±2,5 international units per millilitre of 
blood. 

f) Acid citrate dextrose 0, 15 ± 0,015 ml of acid citrate 
dextrose N.I.H. solution A per millilitre of blood. 

Dissolve 22 g of trisodium citrate dihydrate, 8 g of c, trie acid 
monohydrate, 25 g of dextrose with water to llilre 



1) EDTA is calculated as the anhydrous salt of sequestric acid. Appropriate alteration will have to be made to compensate for the actual salt used 
and its water of crystallization. 
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Annex C 
Test for corrosion resistance of ferrous caps 



C.I Autoclave for 30 min In saturated steam at 121 ±1 °C. C.3 Immerse for 30 min In boiling aqueous saline 9 g/l 

sodium chloride solution (154 mmol/l). 

C.2 Immerse for 30 min in boiling water. 

C.4 Remove liner and inspect visually. 
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NATIONAL APPEND IX 

( See National Foreword ) 

NATIONAL RECOMMENDATORY REQUIREMENTS FOR SAFEGUARDING 
THE QUALITY OF GLASS AND PLASTICS 

NA-1. Glass 

NA-1.1 If glass is used it shall not be of soda lime glass and the glass quality shall be in 
accordance with IS : 2303-1963 'Method for grading glass for alkalinity'. 

N A-2. Plastics 

NA-2.1 If the plastic material is used then it shall be suitable for their intended use and the 
process to be used for sterilization. It shall not cause them to yield under conditions of normal 
use including centrifuge and significant amount of toxic substances. 

NA-2.2 The plastic container shall satisfy the requirements of freedom from pyrogenic material, 
and abnormal toxicity and of the tests for extractable matter. 

NA-2.2.1 Freedom from pyrogonic materials — TUe plastic container shall be free from pyro- 
genic materials when tested in accordance with NA-3. 

WA-2.2.2 Jest for abnormal toxicity — The limits of acidity and alkalinity of the plastic container 
measured by the extract prepared according to the procedure given in NA-3, the pH value of the 
container and the control fluid shall be within one unit of pH value. 

MA-2.2.3 Limits for extractable metals for plastic container — An extract prepared'in accordance 
with NA-3 shall contain not more than a combined total of five parts per million of lead, tin, zinc 
and iron when tested by a recognized micro-analytical method,, for example, by an atomic absorp- 
tion method. The cadmium contents of the extract shall be less than 0'1 parts per million. 

NA-3. Preparation of Extract 

NA-3.1 Extraction may be carried out with sterile pyrogen free saline containing 9 g/l sodium 
chloride in freshly prepared distilled water. Extraction may also be carried out with freshly 
prepared distilled water. 

NA-3. 2 Method —At least three plastic containers shall be filled to the brimful capacities with 
extraction fluid and maintained at a temperature of 37°C '± 3°C for 8 hours. The contents shall 
be mixed in a suitable container of borosilicate glass. 
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